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Abstract. This paper presents a novel two-fingers exoskeleton kinesthetic in-
teraction in Virtual Reality (VR): the proposed design of the exoskeleton priori-
tizes the performance of the device in terms of low weight, good adaptability to 
different size of the human hand. This design made also the exoskeleton well 
wearable and allows strong force feedback which is an important parameter for 
a realistic kinesthesis of manipulated objects in VR. 
Keywords: Haptic device, Wearable device, Kinesthetic feedback, Virtual Re-
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1 Introduction 
Human beings are constantly interacting with objects on their daily life: this inter-
action is made possible through the manipulation and explorations of objects, devices 
and things, which are explored, touched and grasped by the hand of the user. 
To perform such an interaction, multiple sensors are available on the human hands: 
the limbs, in fact, are equipped with a set of ‘transducers’ allowing the perception of 
position, temperature, roughness and movement and much more. These sensors are 
embedded within our limbs, muscles and skin [1]: from an anatomical viewpoint, the 
perception is induced by different receptors and mechanoreceptors, which provide 
kinematic and dynamic sensations, such as the Ruffini and Merkel cells and corpus-
cles.      
Kinesthetic devices are wearable systems, which stimulate such receptors in order 
to provide a realistic ‘kinesthetic’ sensations in terms of movement and position. 
These devices are particularly useful when the end-user is interacting with a medical 
Virtual Reality (VR) environment allowing, for example, a remote surgical procedure. 
Typical kinesthetic devices are combining wearable sensors with mechanical compo-
nents assuming the set of an exoskeleton or a robotic manipulator. They have been 
used for a variety of applications, including studies on human perception [2], devel-
opment of training systems for MIS (Minimally Invasive Surgery) [3], rehabilitation 
devices [4, 5] and remote-control platforms [6].        
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Despite these progresses, the development of haptic devices for Virtual Reality 
systems requires a set of performance, which are not easy to be simultaneously 
achieved: these systems, in fact, should exhibit high accuracy, low inertia, high range 
of stiffness, combined with a small size of the equipment which is worn by the hand 
of the user. On the other side, the VR environment should require a minimum set of 
parameters to be controlled and interact with the haptic system.  In this context, haptic 
exoskeletons are wearable force feedback devices that allow users to mechanically 
interact with the VR environment. They are becoming increasingly common and they 
are usually designed to guide the user’s motion and give force feedback by attaching 
the exoskeleton to the human body, such as the user can control the position and 
movement of the fingers joints precisely [7, 8].  
Exoskeletons for haptics may vary for their mechanical design, actuation system, 
and type of control. Force can be applied directly or indirectly through a transmission 
cable drive system. However, existing haptic exoskeletons cannot usually provide 
high fidelity force feedback in wearable setup. A high-quality haptic interface is typi-
cally characterized by low inertia and damping, high structural stiffness and absence 
of mechanical singularities. Other considerations in the design of wearable haptic 
exoskeletons are the space and weight limitation and the kinematic constraints in-
duced by the human arm. The size of the overall design and mechatronics counter-
parts have to be smaller and lightweight to fit on human hand and therefore to in-
crease the portability and flexibility, without affecting the dexterity of the hand.  
Unlike other force feedback devices, haptic exoskeletons allow users to feel virtual 
and physical objects more naturally. This expands their applications in Virtual and 
Augmented Reality (VR, AR, respectively), medical and surgical training, teleopera-
tion and others. Even though many researchers have developed different kinds of 
haptic exoskeletons, most exoskeletons with high fidelity force feedback restrain nat-
ural hand movement because of their complex mechanism. Moreover, the range and 
resolution of the force applied by the actuators should also be bigger enough to match 
with the human hand sensitivity. 
Exoskeletons offer an intuitive method of actuating multiple Degress Of Freedom 
(DOFs) of the hand. These make them more valuable for application where the cou-
pling of the force feedback devices with the fingers is needed. In this context, this 
paper presents the design and development of an exoskeleton for force feedback. The 
design of the exoskeleton focuses on the selection of a suitable kinematic, allowing 
the full reach of the finger’s workspace, while combining under actuation with a 
proper wearable design. 
2 Haptic Exoskeletons  
The capability to be worn (i.e. the ‘wearability’) of haptic devices broadened the 
application of haptic devices in a variety of new areas such as social interaction, 
health care, virtual reality, remote assistance, and robotics. However, smaller form 
factor and wearability bring a challenge in the design requirement of kinesthetic hap-
tic devices. There are various types of hand exoskeletons developed for commercial 
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and research purposes. For example, the CyberGrasp is a commercial haptic exo-
skeleton developed by CyberGlove Systems LLC, USA [9]. It uses electrical actuators 
placed on the dorsal side of the hand as drive system; low friction tendons are used to 
transmit forces from the actuators to the fingertips with a joint position resolution of 
0.5° and a peak force of 12 N on the fingertip. CyberGrasp has relatively large 
weight, 350 g, which can cause fatigue if it is used for long hours. The mechanical 
bandwidth is also limited at 40 Hz due to the friction and backlash effect of the ten-
dons. The Rutgers Master II-ND (RMII-ND) glove is another type of force feedback 
devices [10], which uses a direct drive actuation system with actuators placed on the 
palm. Compared to Cybergrasp, this exoskeleton weights less and is able to control 
four independent fingers thorough four pneumatic actuators, providing force feedback 
up to 16 N. Pneumatic actuators have also used in other exoskeletons presented [11–
13]. Unlike other devices, the RMII-ND provide forces on the intermediate phalanx, 
leaving fingertips free to interact. Arata et al. [14] presented an exoskeleton mecha-
nism, which is driven through large deformation of a compliant mechanism. The sys-
tem is an underactuated mechanism which converts 1 DOF of linear motion into rota-
tion of three finger joints causing extension and flexion. Similar mechanism with 
remote actuation system has been developed by Nycz et al. [15]. The remote actuation 
system used pull-push Bowden cable that transmits force from the back of the hand to 
the fingertip. This cable transmission system reduces the overall weight of the exo-
skeleton without affecting the functionality of the system.  
Choi et al. [16] introduce the Wolverine, a mobile, wearable haptic device de-
signed for virtual simulation of the interaction with rigid objects. This device renders 
a force directly between the thumb and the three fingers to simulate the grasp. The 
device can simulate grasping rigid bodies by leveraging low-power brake based lock-
ing sliders which can withstand up to 100 N force between each finger and the thumb. 
Time-of-flight sensors are used to track the position of each finger and an Inertial 
Measurement Unit (IMU) is used for orientational tracking.  
Chiri et al. developed Handexos, a hand exoskeleton featuring a kinematic cou-
pling with users joints [17, 18]. The self-aligning structure is made of revolute joint 
aligned with the user PIP and DIP joint, whereas the MCP joint uses a parallel chain 
made of two rotational and one linear DOFs. The mechanism uses a cable actuation 
system with an idle pulley to drive the joints of the exoskeleton. Iqbal et al. [19] de-
veloped a wearable mechanism which can provide forces up to 45 N at the proximal 
phalanx of the thumb and the index fingers. The design uses three revolute mecha-
nisms (RRR). The same design has been revised considering multi-finger mechanism 
and overall wearability and performance [20, 21]. Othe authors presented a four-link 
serial mechanism which provides kinesthetic force feedback to the fingertip of the 
user [22]. Allotta and Conti et al. [23, 24] developed a 330 g four-fingers parallel 
kinematic chain mechanism. The device is grounded on the palm, and it can provide 
feedback in 1 DOF on the intermediate phalanx.  
Achibet et al. [25] presented Flexifingers, a passive wearable exoskeleton with in-
dependent finger modules using bendable metal strips. The device provides kinesthet-
ic feedback to four fingers up to 2.5 N. Each strip allows a 7.3 cm range of movement 
to the fingertip. Agrawal et al. [26] presented a wearable hand exoskeleton capable of 
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bidirectional and independent joint torque control. The very light (80 g) mechanism 
uses Series Elastic Actuation (SEA) cables. The stiffness elements can be replaced to 
adjust for different users. Yang et al. [27] presented a jointless tendon-driven hand 
exoskeleton, which enables to couple the PIP and DIP movements as well as the MCP 
and PIP during flexion to replicate the natural finger motion during grasping. 
 
3 Design 
3.1 Optimization Criteria 
In order to design a proper exoskeleton, different requirements and specifications 
that affect the performance and the ergonomics of the hand exoskeleton should be 
considered. Some primary design characteristics are: 
• Transparency - A wearable exoskeleton haptic device should be a transparent 
interface to the remote and virtual environment, namely the user should be able 
to feel the interaction with the virtual objects as if this interaction occurs with 
the real ones. 
• Stiffness - The maximum stiffness that can be achieved by the exoskeleton de-
pend on the mechanical rigidity of the system and the achievable stability of the 
controller [28, 29]. Moreover, the device performance has a significant impact 
on the overall performance of the haptic display, irrespective of the used control 
algorithm. 
• Actuation - The type of actuation and transmission systems are crucial factors in 
determining the performance. There are a variety of actuation technologies rang-
ing from electric motors, hydraulic, pneumatic, magneto-rheological, electro-
rheological, electroactive polymers, shape memory alloys, etc. This factor can 
compromise the portability of the system. 
• Force Feedback - The maximum range or limits of force, velocity, and accelera-
tion the haptic device can render should be enough for high force fidelity. The 
performance of an active force feedback control could suffer from actuator satu-
ration to apply high forces or fast deceleration to display impulsive forces during 
interaction with hard contacts [30]. 
• Wearability - The kinematic design should accommodate different hand sizes 
without significant adjustment. The actuation system should allow a light-
weight, portable and compact system. The device should be comfortable to wear. 
The way of attaching the device to the fingers should not obstruct the hand mo-
tions. There are basically two typical ways, namely (1) single location attach-
ment and (2) multi-phalangeal attachment (see also Figure 1). 
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▪ Single point attachment is simpler and provides haptic transparency by re-
ducing unwanted internal forces between the mechanical structures and the 
finger phalanges. 
▪ Multiple attachments to the phalanges provide an easier way of articulation 
of the finger and provide direct feedback forces to the attached phalanges. 
Such kind of design considers the number of DOF achievable by the hand 
and the size of the workspace reachable by the human hand. 
 
Figure 1 - A 3D printed index exoskeleton developed at the Robotic Laboratory of 
Liverpool Hope University. 
 
Proper alignment of the exoskeleton joint and hand joint must be preserved during 
the use of these devices. There are various reasons which caused improper alignment 
of the exoskeleton joints from the finger joints: the first one is the inherently compli-
ant mounting of the exoskeleton onto the hand, which leads to inaccurate positioning 
of the exoskeleton joints during movements. The other one is that the inter-subject 
variability of the anatomical structure, size and shape of the hands requires an adjust-
able mechanism to align the joints. 
 
3.2 Hand Kinematics 
Understanding the kinematics of the human hand is essential to design a proper 
exoskeleton. For multi-phalangeal design, the joint degrees of freedom, joint ranges, 
and phalanx length should match the average human hand kinematic parameters. 
Human hand grasping capability is amazing (Figure 2). Its kinematics can be con-
sidered using a skeletal structure. The first link is the meta carpal joint, which is lo-
cated in the palm. The base of each finger is connected to Metacarpus Phalangeal 
joints (MCP). Three phalanges, called the Distal Phalanx (DIP), the Middle Phalanx, 
and the Proximal Phalanx (PIP) are connected through the Inter-Phalangeal (IP) 
joints. The MCP joint connects the metacarpal and proximal phalanx. The PIP joint 
connects the proximal and middle phalanx, and the DIP joint connects the middle and 
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distal phalanx. The thumb has only one IP joint. The motion of each finger includes 
flexion and extension as well as abduction and adduction. 
 
 
Figure 2. Human hand grasping capability - from [31] - vs the proposed exoskeleton 
grasping performance. 
 
The Index finger can be considered as three link mechanism with 4-DOF motion. 
However, human anatomy studies show that the motion of the DIP is naturally cou-
pled with the PIP motion. Levangie et al. [32] shows that the maximum range of the 
index finger joints is 90 for the MCP, 100 - 110 for the PIP, 80 for the DIP in 
flexion and extension movements, 40 for the adduction and abduction movements. 
This motion ranges vary for different fingers and different users according to the bone 
geometry and tendon and muscle structure of the hand. The thumb’s kinematic is 
different from the other fingers. Unlike the index finger, the thumb has only three 
joints: the first two joints, MCP and DIP have revolute joints whereas the MC joint of 
the thumb can execute 3 DOF motion. 
 
3.3 Exoskeleton Design 
According to the aforementioned optimization criteria and the human hand kine-
matics, the design and manufacturing of an underactuated, cable-driven hand exoskel-
eton is implemented. This process has required different steps as it is shown in Figure 
3. The Exoskeleton is designed to fit on two fingers of the human hand, i.e. on the 
index and thumb fingers which are the most used limbs to perform pinching and 
grasping. The design embeds lightweight links with low inertia. The overall system 
weighs around 120 g including the 3D printed mechanical system, the control elec-
tronics, and the actuators. Such a lightweight system will enable the user to use the 




Figure 3 - Block diagram of the integration of the exoskeleton control and communi-
cation units. 
a. Mechanical Design 
 
In this section, the mechanical design of two fingers haptic hand exoskeleton that 
allows exerting forces on the index and thumb fingertip of the user is developed. The 
exoskeleton structure consists of a wrist and palm bracket, the palm mounting box, 
and the finger assemblies (Figure 4). The wrist bracket and palm bracket are used to 
fix the exoskeleton on the hand, functioning as a ground for the finger assemblies. 
The palm is used to mount actuators and control electronics system. All finger 
lengths, joint positions, and widths of each finger were taken from measurements of 
an average size human hand. Velcro strap connected to each finger phalanx allows 
accommodating the different size of human fingers. A passive and adjustable MC 
joint mechanism is also used to fit the exoskeleton over hands of different size. 
The complexity of the human hand structure makes it difficult to design an utterly 
similar hand exoskeleton, which controls the movement of the joints in all DOFs. 
Therefore, some consideration must be taken based on the physical assessment of the 
hand function. Based on some studies the finger adduction and abduction motion is 
not essential for achieving the critical hand functions including grasping and pinching 
[33]. Therefore, we do not include the abduction and adduction of the fingers on the 
design of the index finger exoskeleton. In addition, the index and the thumb finger 
joints have a limited range of motion (Table 2): therefore, the mechanism is designed 
to restrict unnecessary motions, apart from the natural movement of the finger joints. 
This is very important for the safety of the user, to reduce damage, which might be 
caused by a faulty and unstable control system. 
The Exoskeleton fingers consist of three links corresponding to the DIP, MCP and 
PIP links. Rather than implementing a direct mechanical bar transmission (Figure 1), 
a cable transmission is used to obtain a compact and lightweight assembly. Two ca-
bles are routed through the mechanical links, from the exoskeleton fingertip to the 
actuators on the hand, via a passive pulleys and bearings. 
A first version of the hand exoskeleton was integrated where rotary servo motors 
(EMAX ES08MA-II) were used (Figure 4). However, during some preliminary tests, 
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Figure 4. 3D model and 3D printed haptic exoskeleton (left and right panels, respec-
tively). 
 
As a consequence, the actuation unit of a second version of the exoskeleton con-
sists of two linear actuators (PQ12-P), one for index finger and another one for the 
thumb; each actuator is coupled with a cable driven system. The PQ12-P linear actua-
tors weigh about 15 g and feature a stroke length of 20 mm with speed of 28 mm/s. 
The actuators can apply a maximum force of about 50 N (at 12V). These forces ex-
ceed the maximum force which are needed to match a human hand maximum output 
force, which is around a value of 35 N. The commercial CyberGrasp haptic glove can 
output only up-to 12 N force. These actuators work as a linear servo, therefore, no 
external encoders are needed. The exoskeleton design is implemented with 3D printed 
parts which have been manufactured in PolyLactic Acid (PLA) material. 






L1 52 0 
L2 58 45 
L3 21 25 
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b. Modelling 
b.1. Kinematic Model 
 
A simplified kinematic model of the finger is used to study the kinematic proper-
ties and trajectories of the hand. The index finger mechanism provides three rotary 
joints that allow extension and flexion of the finger. Accordingly, a planar model with 
three Revolute or Rotational joints (RRR) have been used as the kinematic model of 
the index finger. The Thumb also considers a planar model with two R joints. All the 
joints in the design use revolute pin connections. Extension and flexion are possible 
for both the index and the thumb mechanisms, whereas abduction and adduction 
movements are locked.  
A schematic representation of the exoskeleton kinematic model is shown in Figure 
5. The revolute joint R1 and R2 mimic the PIP and DIP joints, respectively, while the 
third joint R3 refers to the MCP joints. All three joints have parallel rotation axes 
forming a planar mechanism. The model follows the precise articulation of the index 
finger. The position of the exoskeleton’s joint carefully matches the joint position of 
the human hand on the lateral side. The last MC joint uses two links to allow both 
rotation and translation of the finger assemblies with respect to the palm. Each joint is 
coupled with passive pulleys, which corresponds to the R joints. In addition, the exo-
skeleton is designed to keep the fingertip and the palm area free from additional tac-
tile feedback. This also helps to reduce the weight of the overall system. 
 
Figure 5. The Kinematic model of the exoskeleton. 
 
The human thumb kinematics is complicated because of the six degrees of free-
dom motion of the MC joint. In addition to the flexion, extension and adduction, ab-
duction, the thumb performs a strategic opposition. Therefore, the thumb kinematics 
is simplified to allow the extension and flexion of the IP and MP joints. The abduc-
tion and adduction of the MC joint and the opposition movements are accommodated 
by the free passive motions of the elastic textile connector between the palm and 
thumb motor mounts.  
10 
Each finger of the exoskeleton can be modeled as planar and serial three link 
mechanism (Figure 5), where the mount on the dorsum of the hand (i.e. the MC link) 
is considered as the ground link. The planar method ignores lateral movements of the 
finger, namely the adduction and abduction. Therefore, the overall exoskeleton device 
can be considered as an independent three-link (i.e. the index) and two-link (i.e. the 
thumb) mechanism, respectively. A separate thumb kinematic analysis is not neces-
sary as the two links kinematic model of the thumb can be easily calculated by setting 
the first link length and the joint value of the index kinematic model to zero. There-
fore, only the index finger kinematics is discussed. 
The link parameters of both fingers are given in Table 1 and the joint constraints 
of the mechanism are reported within Table 2. These angular ranges are chosen to 
match the effective anthropomorphic articular ranges of the human hand. 






R1 - 30, +90 0 
R2 0, +110 0, +180 
R3 -5, +90 -5, +90 
 
The position and orientation of each fingertip are calculated using the forward 
kinematics equation. The position and orientation of the fingertip with respect to the 
MC link (ground) can be expressed using the 3 x 3 2D homogeneous transformation 
matrix, which consists of the rotation of each link with respect to the previous link, 
and the translation of each joint from the previous joint. It holds: 
C = R (q1) T (L1) R (q2) T (L2) R (q3) T (L3)          (1) 
where 
 
( ) ( )
( ) ( )
1 2 3 1 2 3




q q q q q q x
C q q q q q q y
+ + − + + 
 
= + + + + 
 
 
    (2) 
The 2D position and orientation of the fingertip can be extracted from the above 
transformation matrix. Precisely, the fingertip contact point C (x, y, ) can be ex-
pressed by transforming the joint coordinates: 
( ) ( ) ( )
( ) ( ) ( )
1 1 2 1 2 3 1 2 3
1 1 2 1 2 3 1 2 3
cos cos cos
sin sin sin
x L q L q q L q q q
y L q L q q L q q q
=  +  + +  + +
=  +  + +  + +
  (3) 
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and the rotational part is expressed as: 
 
( ) ( )
( ) ( )
1 2 3 1 2 3
1 2 3 1 2 3
cos sin
sin cos
q q q q q q
R
q q q q q q
+ + − + + 
=  
+ + + + 
       (4) 
 
This component is similar to the rotation matrix occurring when a rotation of an 
angle of  is performed around the z-axis. Therefore, the fingertip orientation can be 
expressed as: 
 
 = q1 + q2 + q3                    (5) 
 
The forward kinematic equation can be generalized as x = f(q) where x is position 
and orientation of the fingertip and q is the Lagrange joint variables. The derivative of 
this equation returns the Jacobian matrix, J(q): 
 
( )x J q q=                       (6) 
 
Accordingly, the linear velocity is expressed as a function of the Jacobian and of 












    
=     
     
 
            (7) 
where it holds: 
 
( ) ( ) ( )11 1 1 2 1 2 3 1 2 3sin sin sinm L q L q q L q q q= −  −  + −  + +  
( ) ( )12 2 1 2 3 1 2 3sin sinm L q q L q q q= −  + −  + +  
( ) ( ) ( )21 1 1 2 1 2 3 1 2 3cos cos cosm L q L q q L q q q=  +  + +  + +  
( ) ( )22 2 1 2 3 1 2 3cos cosm L q q L q q q=  + +  + +  
( )32 3 1 2 3sinm L q q q= −  + +  
( )23 3 1 2 3cosm L q q q=  + +  
 
And, finally, then the rotational velocity can be expressed in function of the fin-
gertip velocities, namely: 
 
1 11 12 13
2 21 22 23
3 1 1 1
q m m m x
q m m m y
q 
     
     
=      
     
     




When exploring a free space in a remote or VR environment, the haptic device 
should not restrict the human users’ motion (see also Section 3). Thus, the DOFs of 
the haptic device should match the natural ones of the human hand. According to 
Gruebler’s formula, the mobility of the overall mechanism can be calculated as: 
F = 3(n - l) - 2l – h                  (9) 
Where F is the total DOFs of the mechanism, n is the number of links (including 
the frame), l is the number of lower pairs (i.e. one DOF), h is the number of higher 
pairs (i.e. two DOF). According to the used kinematics, the results of equation (9) 
provide a 3-DOF mechanism for the index and a 2-DOF for the thumb, respectively. 
Enough workspace of the haptic device is also needed to achieve the desired motion 
which is achievable with the natural hand movement. The multi-link mechanism con-
sidered in this design is suitable for a multi-finger interaction and also it enables larg-
er workspace for the haptic device. Accordingly, the 2D workspace for the index fin-
ger, as well as the joint trajectories, are shown in the Figures 6 and 7. 
 
 
Figure 6 – Reachable workspace of the mechanism of the index finger. 
 
b.3. Actuation and Force Transmission 
 
An underactuated mechanism has been chosen to match the requirements such as a 
compact size, low weight, and low power system. The underactuated system allows 
having a number of actuators which is lower than the number of DOFs as performed 
with the hand. They also enable the exoskeleton mechanism to passively adapt to the 
finger structure.  
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Both the exoskeleton fingers are actuated via a cable transmission system, which 
is routed from the actuators on the palm to each joint of the finger up to the fingertip 
(Figure 8). The cable transmission systems provide adequate power in order to also 




Figure 7 – Angular joint trajectories of the index finger mechanism - from the fully 
open configuration to the fully closed one. 
 
 
Figure 8. – The tendon and pulley mechanism of the index finger exoskeleton. 
 
All revolute joints are driven by applying a tension force F to the cable which is 
wrapped around the finger joints of radius r. Assuming that the friction force is negli-
gible, and that the cables are ideally rigid, the applied torque on each joint can there-
fore be expressed as a function of the radius of the pulleys and the tension force. Fi-
nally, an underactuated mechanism, with cable force transmission system, couples the 
joint torques with the cable tension F through the equation 
i iF r =  . The tension 
forces are also assumed to be constant for the same cable. This happens considering 
that the tension torque on the pulleys is negligible and the torque due to the pulley 
inertia is small. Unlike rehabilitation exoskeleton - which requires two cables for the 
extension and flexion movements - haptic exoskeleton requires a single cable to re-
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strict the extension movement. The flexion can be passively performed not to restrict 
the natural movement of the finger (Figure 8). 
A DC motor actuation system pulls the cable. The haptic system needs either an 
active control of the cable position or should be back derivable so that the user can 
pull the cables with less amount of force. The haptic system should also be capable of 
delivering a maximum force that matches the human hand output force. Here, thanks 
to the adopted motors, the maximum thumb and finger force output is in the order of 
35 N. The CyberGrasp, commercial force feedback device, can apply 12 N maximum 
output force, which is enough to provide a realistic force feedback sensation. As a 
consequence, in our design, a 10-12 N maximum force is considered. 
4 Conclusions 
In this paper, the design, and implementation of a wearable haptic exoskeleton is 
presented. A two-fingered (index-thumb) exoskeleton haptic device with force feed-
back function is developed. The exoskeleton consists of links corresponding to each 
phalange of the two finger which are connected with rotary joints. The determination 
of the position and orientation of each link relative to the previous one is solved by 
using a multi-body kinematics. The kinematic model also provides the necessary ve-
locity and acceleration of the fingertip.  
A VR system has been also developed around the exoskeleton: this VR component 
consists of a human hand physical model. The device can be used as a motion capture 
system, and as an input to a teleoperated control system, as a master device.  
Even though the literature has presented different exoskeletons for haptics and re-
habilitation purposes, there are still several problems which prevent those devices to 
be used in daily life [34]. Some of these constraints and limitations regard the fact that 
the exoskeletons are very large mainly because they use a direct drive system com-
bined with mechanical links. Such a solution limits the natural movement of the end-
user fingers, the joint angle positions, and the fingertip positions which may not 
properly measured. In this context the proposed haptic exoskeleton device should 
improve and by-pass some of these limitations thanks to its design. 
We believe that the proposed device may have interesting application on rehabili-
tation and, in particular, in all medical application where the patient or the medical 
operator will benefit of haptic feedback. 
Acknowledgment  
We thank all staff of the Department of Mathematics and Computer Science for 
their valuable support. 
This work was presented in thesis form in fulfilment of the requirements for the 
PhD in Robotics of the student A.M. Tadesse from the Robotics Laboratory, Depart-
ment of Mathematics & Computer Science, Liverpool Hope University. 
15 
References 
1. Lynette A Jones. “Peripheral mechanisms of touch and proprioception.” In: Canadian 
journal of physiology and pharmacology 72.5 (1994), pp. 484–487. 
2. Michael Fritschi, Marc O Ernst, and Martin Buss. “Integration of kinesthetic and tactile 
display-a modular design concept.” In: Proceedings of the EuroHaptics. 2006, pp. 607–
612. 
3. Marc Ueberle, Nico Mock, Angelika Peer, Christian Michas, and Martin Buss. “Design 
and control concepts of a hyper redundant haptic interface for interaction with virtual 
environments.” In: Proceedings of the IEEE/RSJ International Conference on Intelli-
gent Robots and Systems IROS, Workshop on Touch and Haptics. 2004. 
4. Massimo Bergamasco, Benedetto Allotta, L Bosio, Luca Ferretti, G Parrini, GM Prisco, 
Fabio Salsedo, and G Sartini. “An arm exoskeleton system for teleoperation and virtual 
environments applications.” In: Robotics and Automation, 1994. Proceedings., 1994 
IEEE International Conference on. IEEE. 1994, pp. 1449–1454. 
5. Abhishek Gupta and Marcia K O’Malley. “Design of a haptic arm exoskeleton for 
training and rehabilitation.” In: IEEE/ASME Transactions on mechatronics 11.3 
(2006), pp. 280–289. 
6. Craig R Carignan and Kevin R Cleary. “Closed-loop force control for haptic simulation 
of virtual environments.” In: (2000). 
7. Mourad Bouzit, George Popescu, Grigore Burdea, and Rares Boian. “The rutgers mas-
ter ii-nd force feedback glove.” In: haptics. IEEE. 2002, p. 145. 
8. M Turner, D Gomez, M Tremblay, and M Cutkosky. “Preliminary tests of an arm-
grounded haptic feedback device in telemanipulation.” In: Proc. of the ASME Dynamic 
Systems and Control Division. Vol. 64. 1998, pp. 145–149. 
9. CyberGlove Systems LLC. (2019). CyberGlove Systems LLC. [online] Available at: 
http://www.cyberglovesystems.com/ [Accessed 8 Mar. 2019]. 
10. Frederic Kerber, Markus Löchtefeld, Antonio Krüger, Jess McIntosh, Charlie McNeill, 
and Mike Fraser. “Understanding same-side interactions with wrist-worn devices.” In: 
Proceedings of the 9th Nordic Conference on Human-Computer Interaction. ACM. 
2016, p. 28. 
11. Silvia Pabon, Edoardo Sotgiu, Rosario Leonardi, Cristina Brancolini, Otniel Portillo-
Rodriguez, Antonio Frisoli, and Massimo Bergamasco. “A data-glove with vibrotactile 
stimulators for virtual social interaction and rehabilitation.” In: 10th Annual Intl Work-
shop on Presence. 2007. 
12. Claudio Pacchierotti, Francesco Chinello, Monica Malvezzi, Leonardo Meli, and Do-
menico Prattichizzo. “Two finger grasping simulation with cutaneous and kinesthetic 
force feedback.” In: International Conference on Human Haptic Sensing and Touch 
Enabled Computer Applications. Springer. 2012, pp. 373–382. 
13. Giulia Paggetti, Burak Cizmeci, Cem Dillioglugil, and Eckehard Steinbach. “On the 
discrimination of stiffness during pressing and pinching of virtual springs.” In: Haptic, 
Audio and Visual Environments and Games (HAVE), 2014 IEEE International Sympo-
sium on. IEEE. 2014, pp. 94–99. 
14. Dinesh K Pai and L-M Reissell. “Haptic interaction with multiresolution image 
curves.” In: Computers & Graphics 21.4 (1997), pp. 405–411. 
15. Xiao-Dong Pang, Hong Z Tan, and Nathaniel I Durlach. “Manual discrimination of 
force using active finger motion.” In: Perception & psychophysics 49.6 (1991), pp. 
531–540. 
16 
16. Stefano Papetti, Hanna Järveläinen, Bruno L Giordano, Sebastien Schiesser, and Martin 
Fröhlich. “Vibrotactile sensitivity in active touch: effect of pressing force.” In: IEEE 
transactions on haptics 10.1 (2017), pp. 113–122. 
17. Azzurra Chiri, Francesco Giovacchini, Nicola Vitiello, Emanuele Cattin, Stefano Roc-
cella, Fabrizio Vecchi, and Maria Chiara Carrozza. “HANDEXOS: Towards an exo-
skeleton device for the rehabilitation of the hand.” In: Intelligent Robots and Systems, 
2009. IROS 2009. IEEE/RSJ International Conference on. IEEE. 2009, pp. 1106–1111. 
18. Azzurra Chiri, Marco Cempini, Stefano Marco Maria De Rossi, Tommaso Lenzi, Fran-
cesco Giovacchini, Nicola Vitiello, and Maria Chiara Carrozza. “On the design of er-
gonomic wearable robotic devices for motion assistance and rehabilitation.” In: Engi-
neering in Medicine and Biology Society (EMBC), 2012 Annual International Confer-
ence of the IEEE. IEEE. 2012, pp. 6124–6127. 
19. Jamshed Iqbal, Nikos G Tsagarakis, and Darwin G Caldwell. “Design of a wearable di-
rect-driven optimized hand exoskeleton device.” In: 4th International Conference on 
Advances in Computer-Human Interactions (ACHI). Citeseer. 2011, pp. 142–146. 
20. Jamshed Iqbal, Nikos G Tsagarakis, Angelo E Fiorilla, and Darwin G Caldwell. “A 
portable rehabilitation device for the hand.” In: Engineering in Medicine and Biology 
Society (EMBC), 2010 Annual International Conference of the IEEE. IEEE. 2010, pp. 
3694–3697. 
21. Jamshed Iqbal, Nikos G Tsagarakis, and Darwin G Caldwell. “A multi-DOF robotic 
exoskeleton interface for hand motion assistance.” In: Engineering in Medicine and Bi-
ology Society, EMBC, 2011 Annual International Conference of the IEEE. IEEE. 2011, 
pp. 1575–1578. 
22. Scott L Springer and Nicola J Ferrier. “Design and control of a force-reflecting haptic 
interface for teleoperational grasping.” In: Journal of Mechanical Design 124.2 (2002), 
pp. 277–283. 
23. Benedetto Allotta, Roberto Conti, Lapo Governi, Enrico Meli, Alessandro Ridolfi, and 
Yary Volpe. “Development and experimental testing of a portable hand exoskeleton.” 
In: Intelligent Robots and Systems (IROS), 2015 IEEE/RSJ International Conference 
on. IEEE. 2015, pp. 5339–5344. 
24. Conti, E Meli, and A Ridolfi. “A novel kinematic architecture for portable hand exo-
skeletons.” In: Mechatronics 35 (2016), pp. 192–207. 
25. Merwan Achibet, Benoît Le Gouis, Maud Marchal, Pierre-Alexandre Leziart, Ferran 
Argelaguet, Adrien Girard, Anatole Lécuyer, and Hiroyuki Kajimoto. “FlexiFingers: 
multi-finger interaction in VR combining passive haptics and pseudo-haptics.” In: 3D 
User Interfaces (3DUI), 2017 IEEE Symposium on. IEEE. 2017, pp. 103–106. 
26. Priyanshu Agarwal, Jonas Fox, Youngmok Yun, Marcia K O’Malley, and Ashish D 
Deshpande. “An index finger exoskeleton with series elastic actuation for rehabilita-
tion: Design, control and performance characterization.” In: The International Journal 
of Robotics Research 34.14 (2015), pp. 1747–1772. 
27. Jianyu Yang, Hualong Xie, and Jiashun Shi. “A novel motioncoupling design for a 
jointless tendon-driven finger exoskeleton for rehabilitation.” In: Mechanism and Ma-
chine Theory 99 (2016), pp. 83–102. 
28. Karon E MacLean. “The ‘haptic camera’: A technique for characterizing and playing 
back haptic properties of real environments.” In: Proc. of Haptic Interfaces for Virtual 
Environments and Teleoperator Systems (HAPTICS) (1996), pp. 459–467. 
29. Ming Lin and Stefan Gottschalk. “Collision detection between geometric models: A 
survey.” In: Proc. of IMA conference on mathematics of surfaces. Vol. 1. 1998, pp. 
602–608. 
17 
30. Roger T Howe. “Applications of silicon micromachining to resonator fabrication.” In: 
Frequency Control Symposium, 1994. 48th., Proceedings of the 1994 IEEE Interna-
tional. IEEE. 1994, pp. 2–7. 
31. Kapandji I. A., (1970), ‘The Physiology of the Joints’, E & S Livingstone, Edinburgh 
and London, 2nd edition, Vol. 1 
32. Pamela K Levangie and Cynthia C Norkin. Joint structure and function: a comprehen-
sive analysis. FA Davis, 2011. 
33. William T Freeman and Craig D Weissman. Hand gesture machine control system. US 
Patent 5,594,469. 1997. 
34. B. Leon et al, (2014) Grasps Recognition and Evaluation of Stroke Patients for Sup-
porting Rehabilitation Therapy. Biomed Res Int. 2014. 
 
